Mechanical failure of an implant-retained bar: a clinical report.
This clinical report describes the mechanical failure of an implant-retained bar where the bar fractured midway between two implants. The location of the fracture is not typical for implant-retained bars. Possible causes of the fracture are discussed. The prosthodontic treatment provided to manage the mechanical failure and prevent it from recurring is also discussed.